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Using the Image File Generator Software. 
 
The scan angle and efficiency of a beam-steered AO deflector depends on the frequency, amplitude, 
and phase of the RF driver signal. The scan angle is determined by the frequency. For a beam steered 
AO deflector (these have 2 or more RF inputs per axis) the phase between the RF inputs must be set 
correctly for optimum efficiency. The phase value depends on the frequency, wavelength and the 
AO deǎƛƎƴΦ  CƻǊ ǎƛƳǇƭƛŎƛǘȅΣ ǘƘŜ !h ŘŜǎƛƎƴ ŦŀŎǘƻǊǎ ŀǊŜ ŘŜǎŎǊƛōŜŘ ōȅ ŀ ǎƛƴƎƭŜ ŦƛƎǳǊŜ ά!h5 DŜƻƳŜǘǊƛŎ 
tƘŀǎŜ /ƻƴǎǘŀƴǘέΦ ¢Ƙƛǎ figure is provided with the each model. The amplitude value controls the 
intensity of the scanned laser beam.  
 
The iHHS-4 synthesizer can store up to 1 million points. Each point contains frequency, amplitude, 
and phase data.  A set of points is called an Image.  For an X-Y scanner, the Image(s) can be a circle 
or square outline, spiral, solid shape, a single point etc.  Many images can be programmed, 
downloaded and then output as required. 
 
We supply ŀ ²ƛƴŘƻǿǎ ǇǊƻƎǊŀƳ άImageFileGenerator (version 1.2.0.12) άΦ ¢Ƙƛǎ ǇǊƻƎǊŀƳ ŜƴŀōƭŜǎ 
Images to be generated or imported. It ǘŀƪŜǎ ǊŜŀƭ άaIȊέ ŦǊŜǉǳŜƴŎȅ ǾŀƭǳŜǎ ŀƴŘ ŎƻƴǾŜǊǘǎ ǘƘŜƳ ƛƴǘƻ 
the data format required by the DDS synthesizer within the iHHS-4. This software then calculates the 
correct phase value and amplitude weighting. 
 
The Image File Generator software cannot generate complex frequency patterns directly e.g. spiral 
shape. However it is possible to use (say) an Excel spreadsheet to generate Frequency values and 
then import these into Image File Generator software. 
 
The example below illustrates the process using three images; Circle, Vertical line and Horizontal 
line.  Lines are generated using frequency values calculated using the inbuilt function generator.  The 
circle data uses imported frequency values.  
 
1: Create one or more Image Files  
 
Press Create Image File and enter file name 
Each file will contain one or many Images.    
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We now need to generate/import  the Image data for each Image File. 
  
Highlight the desired Image File e.g. First Image Set 
Press Image Editor button. 
This opens a second window. Note the Tools tab, top left.     
 
2: Set the Displayed Units 
 
Using the Tools tab, select  Tools > Display Preferences 
 
For this example,  select Hex, MHz, % and Degrees  as shown below 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
Press OK to update and store selection 
 
3: Create one or more Images 
 
Select Create New Image. 
Enter a name for the first image  e.g. Pattern1 
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Repeated to create Pattern2 and Pattern3 
 
3.1 Enter Image Data 
 
Highlight Pattern1  
 
Enter Number of Channels  using pull down box.    (For an X-Y AOD enter 4) 
Enter Number of Points    (For clarity, less than 25 points are used in the examples) 
  
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
For Pattern1, we will import frequency data from a Spreadsheet that generates a circle pattern for 
 X-Y AO deflector.    
 
Select Tools>Import Data 
Navigate to the required Spreadsheet using Open button  
Select the desired Worksheet tab of the Spreadsheet using the pull down Worksheet  
 
For an X-Y AOD,  
Frequency values for Chan 0 = Chan 1  
Frequency values for Chan 2 = Chan 3 
 
Uncheck the Interleave Channels box 
   
Select Chan 0  tab  
 
Check Frequency box only    
Input the spreadsheet cell reference for the first frequency value (e.g.  Cell Q:2)  
 
Set the Number of Rows to Import  (in this example 20) 
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Repeat all channels 
 
Chan 0 = Chan 1, First Cell = Q2  
Chan 2 = Chan 3, First Cell = R2 
 
 
Click Channel tabs in main window to check values  
 
Press OK to update and store  
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4: Phase values 
 
Next step is to calculate theoretical Phase values at for frequency  
 
Note: The phase values are only correct IF the AOD Bragg angles have been adjusted at the Bragg 
Angle Frequency display below.  This value is set by the user. 
Initial Laser alignment is described in a separate document.  
 
Select Tools> Beam Steering AOD Phase Calculator 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
Input Bragg Angle Frequency (Usually set at the AOD centre frequency, 110MHz) 
Input Laser Wavelength (355nm) 
Select AO Crystal Material  (a-Quartz) 
Input AOD Geometric Constant. (The value of 1.9298 is correct for the D1340-XY-aQ110)   
 
Check the Dual Axis X-Y Scanning box 
 
Chan 0 and Chan 2 will always have zero phase values (or 360 deg) 
Chan 1 and Chan 3 will show frequency dependent phase values  
 
 
If frequency values are subsequently changed, the Phase calculator must be run again  
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5: Amplitude values 
 
The final RF amplitude is controlled by a combination of 3 methods described in the illustration 
below. 
 

 

 
 

 
The Image data defines the fundamental value. 
 
For initial operation, this is set at a constant value for all frequencies. 
 
[At a later stage during fine tuning and calibration of the system, these amplitude values may be 
adjusted depending on the frequency.  This is one method, with the aid of an optical power meter, 
to optimize the uniformity across the  X-Y scan field ]  
 
To pre-set amplitude to 75% maximum, all channels 
 
 
Select Tools>Function Generator 

Function pull down, select Linear Interpolation 
Applied to pull down select Amplitude 
Check boxes, Ch 0, Ch 1, Ch 2 and Ch 3 

Set Parameters 
Starting Value  75 % 
Ending Value    75 % 
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Point Range. 
Different sections of the image may be programmed with different amplitude values by changing the 
To and From points. For this example we set the amplitude to be the same for all points of the image 
Thus: 
 
From 1  To  20  
 
Press OK to save and exit Pattern 1 
 
 
6: Highlight Pattern2  
 
For Pattern2, we will use the in-built function generator to create a vertical line midway along the X-
axis.    
 

¶ Y-axis (scans) 
Select Tools>Function Generator 

Function pull down, select Linear Interpolation  
Applied to pull down select Frequency  
Check boxes, Ch 2 and Ch 3 only 

Set Parameters 
Starting Value  90 MHz 
Ending Value    130 MHz 
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¶ X-Axis (static) 
Select Tools>Function Generator 

Function pull down, select Linear Interpolation  
Applied to pull down select Frequency  
Check boxes, Ch 0 and Ch 1 only 

Set Parameters 
Starting Value  110 MHz 
Ending Value    110 MHz 

 
 
 
 
 
 
 
Phase values, repeat step 4: above 
Amplitude values, repeat step 5: above 
  
Press OK to save and exit Pattern 2 
 
 
7: Highlight Pattern3  
 
For Pattern3, we will use the in-built function generator to create a horizontal line midway up the  
Y-axis.    
 

¶ Y-axis (static) 
Select Tools>Function Generator 

Function pull down, select Linear Interpolation  
Applied to pull down select Frequency  
Check boxes, Ch 2 and Ch 3 only 

Set Parameters 
Starting Value  110 MHz 
Ending Value    110 MHz 

 

¶ X-Axis (scans) 
Select Tools>Function Generator 

Function pull down, select Linear Interpolation  
Applied to pull down select Frequency  
Check boxes, Ch 0 and Ch 1 only 

Set Parameters 
Starting Value  90 MHz 
Ending Value    130 MHz 

 
Phase values, repeat step 4: above 
Amplitude values, repeat step 5: above 
  
Press OK to save and exit Pattern 3 
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8: Sync Control Data 
 
The iHHS-4 can output digital and analog signals synchronously with the frequency data output on 
any of the 4 channels.  This is the Sync Control Data and can be used to synchronize external 
equipment. 
 
In the standard iHHS-4, there are 8 synchronous digital output signals. Each can be set 
independently ǘƻ ƻǳǘǇǳǘ ŀ άHighέ or άLowέ ǎƛƎƴŀƭ. These outputs may also be delayed by a 
predetermined period after the frequency data has changed. This delay option is applied to 
individual bits selected by the user.  
 
The digital outputs can set to give an output Level or Pulsed per data clock (Internal or External). 
This is a global setting for all synchronous digital outputs.   
 
Level = Constant level for the entire clock period 
Pulsed = High level Pulse at ½ clock period 
 
Typically the Sync control data is set on Channel 0 only 
Highlight Channel 0 tab   
 
Sync Control Data pull down, select Sync Digital output  
 
 
 
 
 
 
 
 
 
 
Select Tools>Function Generator 

Function pull down, select Linear Interpolation 
Applied to pull down select Sync Data 
Check box, Ch 0 only 

 
We will set for a pulse to be generated on all 8 outputs at every point of the image  
 
Set Parameters 

Starting Value  0FF  hex 
Ending Value    0FF  hex 

Check the Pulsed radio button  
(Pulse width = 1usec) 
 
Digital outputs are available on Connector J6 
SDIO bit0 = pin18 SDIO bit1 = pin17 
SDIO bit2 = pin16 SDIO bit3 = pin15 
SDIO bit4 = pin14 SDIO bit5 = pin13 
SDIO bit6 = pin12 SDIO bit7 = pin11 
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We will also opt to have a delay applied to four of the lower bits (outputs) 
The delay value is set later in this procedure. 
 
Check the boxes Apply Delay to Sync Digital Out Bits:  0, 1, 2, 3   
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 


